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Optimising streaming sound in practice as required 

 

Wireless transmission between hearing aids and external devices is becoming 
increasingly important in the daily practice of hearing aid acousticians. In addition to 
pure data exchange, audio transmission is a particular focus. In addition to the 
protocols Mfi (Made for iPhone), ASHA (Audio Streaming for Hearing Aids), Bluetooth 
LE Audio and Bluetooth Classic, there are also other components that have a 
significant influence on the hearing experience with Bluetooth streaming.  

In this presentation, measurement data and sound examples will be used to explain 
how streaming sound can be optimised based on a neutral default setting for a 
standard audiogram N3, using Signia RIC models and selected sound examples. 

 

 


